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Abstract—Brain-Computer interface (BCI) which aims at 
enabling users to perform tasks through their brain waves has 
been a feasible and worth developing solution for growing demand 
of healthcare. Current proposed BCI systems are often with lower 
applicability and do not provide much help for reducing burdens 
of users because of the time-consuming preparation required by 
adopted wet sensors and the shortage of provided interactive 
functions.  Here, by integrating a state visually evoked potential 
(SSVEP)-based BCI system and a robotic eating assistive system, 
we propose a non-invasive wireless steady state visually evoked 
potential (SSVEP)-based BCI eating assistive system that enables 
users with physical disabilities to have meals independently. The 
analysis compared different methods of classification and 
indicated the best method. The applicability of the integrated 
eating assistive system was tested by an Amyotrophic Lateral 
Sclerosis (ALS) patient, and a questionnaire reply and some 
suggestion are provided. Fifteen healthy subjects engaged the 
experiment, and an average accuracy of 91.35%, and information 
transfer rate (ITR) of 20.69 bit per min are achieved. For online 
performance evaluation, the ALS patient gave basic affirmation 
and provided suggestions for further improvement. In summary, 
we proposed a usable SSVEP-based BCI system enabling users to 
have meals independently. With additional adjustment of 
movement design of the robotic arm and classification algorithm, 
the system may offer users with physical disabilities a new way to 
take care of themselves. 
Keywords— Steady state visually evoked potential (SSVEP); 
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I. INTRODUCTION  
The demand of healthcare has been growing due to the facts 
that population ageing is happening in all regions and there are 
currently no biomedical treatments available that can reverse the 
deterioration of motor function caused by ageing or other 
neurological conditions, such as spinal cord injury (SCI), 
traumatic brain injury (TBI), and stroke [1]. At the same time, 
under general healthcare situations, the physiological and 
psychological burdens are heavy for both caregivers obligated 
to take care of someone anytime and anywhere and care 
receivers not having the ability to take care of themselves. 
Therefore brain-computer interfaces (BCIs) which aims at 
enabling users to perform tasks through their brain waves has 
been a feasible and worth developing solution to this plight [2-
4].  
BCIs achieve their objectives through procedures which 
consist of signal acquisition, signal processing, and applications 
[5]. There are lots of methods for these three aspects of BCIs 
which have been proposed and each has its own pros and cons. 
Therefore, how to integrate these methods effectively is another 
topic worthy of concern.  
Two key issues related to signal acquisition are target brain 
patterns and data transmission. The most common used brain 
patterns of BCIs are P300 potentials, steady-state visual evoked 
potentials (SSVEP), and motor imagery [6, 7]. SSVEP provides 
high signal-to-noise ratio (SNR), high information transfer rate 
(ITR) and minimal user training and thus is widely adopted [8]. 
On the other hand, data transmission of BCIs can be classified 
as wired or wireless. Wired BCI systems are generally with 
better signal quality but also bulky and heavy; more importantly, 
they often limit the users’ movement in ordinary working or 
living environments. Such systems are thus impractical for real-
life use. Therefore, for a BCI system to be more applicable, it 
needs to be wireless but not lowering its performance at the same 
time. 
The goal of signal processing of BCI aims at extracting 
useful features from the data and translating them into command 
signal for further applications. The common used detection 
methods for SSVEP-based BCIs are power spectral density 
analysis (PSDA) [9], canonical correlation analysis (CCA) 
[8,10], and signal-to-noise ratio (SNR) [11]. Because all these 
methods have different properties under different conditions, 
adjustment and testing are required before the adoption of these 
methods. 
Researchers have used EEG for control of cursors, robotic 
arms, spellers, prostheses, wheelchairs, and other devices and 
try to move BCI systems out of the laboratory into patients’ 
homes [12-14]. Particularly, having food is a basic requirement 
in the daily life. But there is few proposed BCI home health care 
systems that integrates the following features at the same time
：non-invasive, wireless, easy to use, and enabling users to 
independently have meals.  
In this study, by integrating a SSVEP-based BCI and a 
robotic eating assistive system, we proposed a wireless steady 
state visually evoked potential (SSVEP)-based BCI eating 
assistive system. 
II. MATERIAL AND METHODS  
A. Introduction 
Figure 1A shows the configuration of the system. The SSVEP 
BCI system is composed of a monitor, a computer, and a 
wireless EEG cap, Mindo 4S (developed by Brain Research 
Center of National Chiao Tung University). The eating assistive 
system contains the robotic arm, Jaco, a meal box, and a web 
camera for mouth position detection. The speakers are for voice 
instruction. There are five options including three types of food, 
a bottle of water and an exit option on the menu. When subjects 
start the system, the voice instructions will get them relaxed, 
concentrated, and inform them how to select the intentional 
service. When subjects select and keep staring at a target 
function on the main menu, the system detects and processes the 
underlying EEG pattern in real time. The information is 
subsequently used to trigger the selected service system. Figure 
1B shows the block diagram of the integrated eating assistive 
system. As shown, the SSVEP BCI system transforms user’s 
EEG signal into commands and then triggers the selected 
services of eating assistive system, and Jaco will execute the task 
in accordance with the command and mouth position.  
 
Figure 1. Wireless SSVEP-based BCI eating assistive system. (A) System 
configuration. The components of this system are shown here. The high refresh 
rate monitor and the wireless EEG cap, Mindo 4S are adopted for SSVEP 
stimulus presentation and signal acquisition. The robotic arm, meal box and the 
web camera for mouth position detection are components to realize eating 
assistance.   (B) Block diagram of the integrated BCI eating assistive system. 
When the user stares at the menu, the SSVEP BCI system acquires and 
transforms user’s EEG signal into commands via signal processing and 
classification, and then triggers the selected service of the eating assistive 
system. Once a service triggered, ex. Water, Jaco will deliver the selected food 
to the mouth position detected by mouth position recognition program. If an 
exit option is selected, Jaco will put back the spoon/bottle and go back to 
standby position. 
B. System Integration 
In this study, a wireless SSVEP-based BCI and a robotic 
eating assistive system are integrated in a platform developed in 
C#. The details of each system are illustrated below. 
The wireless SSVEP-based BCI is the core of this system. It 
judges the user’s intention according to the recorded EEG data 
and sends the command to the corresponding subsystem to 
provide the requested service to the user. The advantage of 
wireless was realized a wireless EEG cap, Mindo 4S. Circle-
shaped visual stimuli (white and black, 100% contrast, 
frequencies: 14.4Hz, 16Hz, 18Hz, 20.6Hz, 24Hz) were coded at 
a monitor with refresh rate of 144Hz. Experimental procedures 
were designed for optimization and evaluation of the system. 
The visual stimulus was presented by Unity (a cross-platform 
game-engine developed by Unity Technologies). The Details of 
the experiment will be shown after system integration.  
The robotic eating assistive system provides the eating 
assistive function of this system. The dominating component 
here is the robotic arm, Jaco (AM 3240 0003 of Kinova). 
Through the application programming interface of Jaco, the 
SSVEP-based BCI can command Jaco to execute specific 
trajectories previously recorded. Due to the reason that every 
user has different mouth position, a mouth position detecting 
software and a webcam are integrated into this system to instruct 
Jaco where to stop.  
C. Experimental Setup 
A four-channel wireless, portable, lightweight EEG cap 
(Mindo 4S [15], developed by NCTU BRC) was used for EEG 
recording. In this study, two of the four channels were adopted 
with spring-loaded dry sensors, and the cap wearing position 
was adjusted to O1, O2 channels according to the 10-20 
International Standard. With the special made spring-loaded 
sensors, EEG data with quality comparable to that obtained with 
wet-electrode systems was recorded without the need of skin 
preparation or conductive gels [16]. The EEG signals were then 
amplified, band-pass filtered (0.24-125Hz), digitized (sampling 
rate: 250 Hz). 
For the BCI experiment, a high level stimulating monitor 
with 144Hz refresh rate (BenQ XL2430T) was used to present 
the stimuli. Flickering frequencies of 14.4Hz, 16Hz, 18Hz, 
20.6Hz, 24Hz, which correspond to ten, nine, eight, seven, six 
frames in one flickering period are used in this research. The 
stimulation patterns of this system are shown in Figure 2A. The 
stimulus presentation follows the proposed method [17]. The 
layout of the menu is shown in Figure 2B.  
 
Figure 2 Layouts of the stimulus. (A) Stimulation pattern of this system. The 
flickering of this system is presented by switching of black and white patterns 
as shown here. (B) Menu of the system. The menu contains five options 
including three kinds of food, water, and an exit option. 
In this study, the EEG data is collected from 15 healthy 
participants (thirteen males and two females and they are all 
right-handed adults (overall mean age 23 	േ  2.3 years) with 
normal or corrected-to normal vision. They have no history of 
neurological or psychological disorders (such as migraine or 
epilepsy). They read and signed an informed consent form 
approved by the Research Ethics Committee for Human 
Research Protections. After a detailed explanation of the 
experimental procedure, all participants completed a consent 
form before the experiment. The subjects sat in a comfortable 
chair approximately 55 cm from the monitor, and gazed at one 
of the visual stimuli. The experiment consisted of five bouts, 
during which subjects had to gaze at a specific stimulus for ten 
seconds. The order of presented stimuli frequencies was from 
low to high. There were ten-second rest between two bouts. 
D. Signal Analysis 
Each of the ten second recorded data for a specific frequency 
was converted into six five-second-long decisions (trials) as 
shown in Figure 3. Under this procedure, the system could make 
a decision in every five seconds using the five second data just 
recorded. Performances of data lengths from one second to 
seven seconds were tested before the adoption of five seconds, 
and the results in Figure 3 shows that five seconds would be the 
most efficient choice. 
 
Figure 3. Schematic diagram of data segmentation. The first decision required 
the data from the zeroth second to the fifth second. Similarly, the second 
decision required the data from the first second to sixth second and so on. 
Following the same rule, the sixth decision required the fifth second to tenth 
second. 
For each decision from each recorded channel, fast Fourier 
transform (FFT) was applied, and signal-to-noise ratio (SNR) at 
each single channel was afterward computed using equation (2-
1), where ௡ܲ is the power value of n Hz. 
SNR (of n Hz) = ௉೙ሺ௉೙షభା௉೙షబ.ఱା௉೙శబ.ఱା௉೙శభሻ/ସ           (2-1) 
As Canonical-correlation analysis (CCA) has been frequently 
used in SSVEP-based BCI and proved to be efficient for 
frequency detection, we adopted it in this study and compare it 
with another method we developed. For two given data sets ܺ ൌ
ሺݔଵ, 	ݔଶ, 	 … , 	ݔ௣ሻ and ܻ ൌ ሺݕଵ, 	ݕଶ, 	 … , 	ݕ௤ሻ,  what CCA does is 
to find a pair of linear transforms ( ௫ܹ, 	 ௬ܹ) for X and Y such 
that the correlation between the two canonical variates ݔ∗ and 
ݕ∗ are maximized according to the equation (2-2). 
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ݔ∗ and ݕ∗ can be computed as equation (2-3) and (2-4). 
ݔ∗ ൌ ݔଵ் ݓ௫భ ൅ ⋯൅ ݔ௣்ݓ௫೛ ൌ ்ܺ ௫ܹ                            (2-3) 
ݕ∗ ൌ ݕଵ் ݓ௬భ ൅ ⋯൅ ݕ௤் ݓ௬೜ ൌ ்ܻ ௬ܹ                            (2-4) 
In this study, X is the EEG data and Y is the reference signal 
formulated according to equation (2-5) where ଵ݂, ଶ݂, … , ௞݂  are 
the frequencies of stimulations, and n is the length of the EEG 
signal, and N is the number of sampling points and ௦݂  is the 
sampling rate. We use the EEG signal from O1 and O2 channels 
and reference signal as input for the CCA method. CCA 
calculates the canonical correlation ρ between the EEG data and 
reference signals. The frequency of the reference signal that 
produces maximal correlation was more likely to be the selected 
target or the harmonic of the selected target. 
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Due to the fact that this system was built into multilayer 
structure and contains an option of switching function page in 
every menu, misjudgement of classification may waste users lots 
of time to switch back. Therefore, a voting method was 
developed to allow the system to skip trials without clear 
intention to reduce error rate. Figure 4 shows the structure of the 
voting method. For each channel’s data both FFT and SNR 
results can provide one answer. If there were three or more 
answers vote for a specific option, the algorithm would choose 
that option. If not, the algorithm would skip the trial and wait 
until the threshold was reached.  
 
Figure 4. Structure of four vote mechanism. FFT and SNR are calculated from 
each channel’s data and then produce four answers. A final answer will be made 
if three or more answers vote for one specific option. Otherwise, the system 
will skip this trial and move on to next one.   
III. RESULTS AND DISCUSSION 
To evaluate the performance of this system, Information 
transfer rate (ITR) and accuracy of the recorded data were 
calculated. Accuracies of different classification methods were 
also compared to optimize the system. Besides, an ALS patient 
was invited for the online performance evaluation and to provide 
suggestions for future improvement. Considering there may be 
skipped trials in voting method, calculation of accuracy is 
defined as the ratio of the number of corrected decisions and the 
number of answered ones.  
A. Accuracies and ITR 
Figure 5 shows classification accuracies using different length 
of recorded data. As shown, the accuracy exceeds 90% when 
data length reaches five seconds, and the performance of five, 
six, and seven seconds are quite close. Therefore, five-second 
length is adopted in this system. 
Table 3-1 shows the results of the offline data. Each row of 
the table shows the accuracy, number of correct or wrong trials, 
and ITR of the offline data corresponding to the applied method. 
As shown, before the adoption of voting method, the accuracies 
of all the other methods were all below 90% and with large 
variance. Since the number of adopted channels affects the 
performance of CCA, the accuracies of CCA was not ideal in 
this two channel system. Because the voting method skipped the 
trials without clear features/intentions of the subjects. The trials 
which are more likely to be misclassified are skipped. Therefore, 
accuracies are significantly improved. Although the number of 
correct trials was suppressed, the amount of wrong trials was 
dramatically suppressed, too. Therefore, the ITR performance 
was improved. In general, the adoption of voting method 
improves the performance of the system, and provides less 
incorrect trials, which makes the system more applicable.  
B. User feedback 
User feedback of this system was collected via questionnaire 
and verbal communication with the invited ALS patient. Since 
the brain activities of patients are usually different from normal 
people, the results of ALS patient is separated from healthy 
subjects’. The patients recorded data achieved accuracy of 
73.9% and ITR of 11.67 (bit per min) which are lower than 
averaged results of healthy subjects. Basically, the patient 
agreed that the operating procedure was convenient, the 
provided functions met their need, the movement of the robotic 
arm was safe, and there wasn’t any discomfort when wearing 
wireless dry sensor EEG cap or staring at the flickering. And 
some suggestions were also provided. Since people with spinal 
disabilities or other severe disabilities may have problem 
moving their body forward, even a little bit, it’s hard for these 
users to eat the food in front of them. Therefore, it’s suggested 
that we adjust the movement design of the robotic arm to deliver 
the food to mouth at appropriate moments instead of waiting at 
mouth position for users to get it. On the other hand, the usage 
of SSVEP BCI control requires much attention. The patient felt 
it wasn’t easy to concentrate for a long time throughout the 
process. Therefore, improvement of the sensibility and accuracy 
of the system is necessary. 
 
Figure 5. Classification accuracy using voting method with different data 
lengths. The accuracies become quite close when using five, six or seven 
seconds as length of data. 
TABLE 3-1, PERFORMANCE OF OFFLINE DATA. TOTAL NUMBER OF TRIALS: 450. 
Method Data ACC # of correct trials 
# of wrong 
trials ITR 
FFT  o1 55.78% 251 199 5.37 
FFT  o2 69.78% 314 136 10.00 
SNR  o1 54.22% 244 206 4.94 
SNR  o2 76.00% 342 108 12.56 
CCA o1, o2 80.22% 361 89 14.51 
4 Votes o1, o2 91.35% 243 23 20.69 
 
IV. CONCLUSIONS 
In this study, we proposed a non-invasive wireless SSVEP-
based BCI eating assistive system which enables users to have 
meals independently and it also has great potential for improving 
user experience of homecare systems and reducing burden of 
caregivers. For this brand new system which adopted only two 
channels, we also developed classification algorithms to 
improve the accuracy and lower the amount of wrong trials. The 
average accuracy of this system achieved 91.4%. 
However, this system still has disadvantages to be improved. 
According to the invited Amyotrophic Lateral Sclerosis patient, 
the design of movement of the robotic arm should be adjust to 
deliver the food to users’ mouth timely instead of waiting in a 
specific position. And the detection and classification of the 
system should also be more sensible because it is not easy for 
users to concentrate for a long time. 
For future work, our group will mainly focus on improving 
the classification methods for there are still many features and 
combinations to be tested. Also, further investigations of 
different users’ EEG characteristics are also important. Building 
models for different groups of users and optimize the parameters 
of the system based on the models during training time for the 
current user should theoretically improve the performance of the 
system. 
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